UNDERWRITERS LABORATORIES
INSPECTION REPORT - Type R Service

MH2559711404080959
Date 04/08/2014 File Number MH25597
Responsible Office Northbrook Volume 1
Inspection Center 610
Product Type Pumps, Power Operated, Flammable UL Rep Name Maryanne S. Schuster
CCN Liquid UL Representative ID 00069
RCRX
Subscriber / Party 358869-001 / 596662 Factory Representative Mr. Jim Nelson
Site Numbers
Manufacturer Name YAMADA AMERICA INC Factory Rep Phone 847-631-9209
Manufacturer 955 E Algonquin Rd Factory Rep Email jim@yamadapump.com
Address Arlington Heights, IL 60005-4301
Nature of Visit Regular Inspection Sample Status Sample requirements fulfilled for
sample period
Listing/Classification/Recognized Yes Listing/Classification/Recognized No
(Unlisted) Component Marks (Unlisted) Component Marks
Used Since Last Visit Removed
Variation Notice Issued No
VN Corrective Action Follow-up Performed? No

This file is being placed under"On-Call' service. Thus the Manufacturer agrees to the following:
1. UL Marks and/or any other previously agreed upon identifiers described in this File will not be produced nor procured during the time
of inactivity,
2. no products with the stated UL Marks and/or identifiers will be shipped until an inspection is made
3. tonotify UL immediately of any changes of status of their inactivity, and
4. atleast one visit per year will be made to monitor the inactive file

PRODUCT DOCUMENTS / PRODUCTION READY VISIT

| No Products Examined - Production Ready Visit

Section/ Multiple

Model Product Class RNN Listed
NDP20 BAH Pumps, Power Operated, Flammable Liquid ik No
NDP20 BAT Pumps, Power Operated, Flammable Liquid i No
NDP25 BAH Pumps, Power Operated, Flammable Liquid al No
NPD25 BAT Pumps, Power Operated, Flammable Liquid 1 No
SAMPLE DOCUMENTS
If samples are required to be sent to ULI Laboratory, indicate below. If required samples are not sent, explain in the Comments area.
Type/Style/
Cat/Model Name Sample Tag Number Shipped to Office

No Samples

Additional Comments: Pumps, Power Operated, Flammable Liquid

In addition to the requirements specified in the applicable UL Services agreement and Follow-Up Service Procedure, UL further defines
responsibilities, duties and requirements for both manufacturers and UL representatives in the document titled "UL Mark Surveillance

www.ul.com/responsibilities. Manufacturers without Internet access may obtain the current versions of these documents from their local UL
customer service representative or UL field representative




